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Full-field longitudinal characterization of picosecond 
pulse train formation in optical fibers is reported. The 
spatio-temporal evolution is obtained via fast and non-
invasive distributed measurements in phase and 
intensity of the main spectral components of the pulses. 
To illustrate the performance of the setup, we report 
the first time-domain experimental observation of the 
symmetry breaking of Fermi-Pasta-Ulam recurrences. 
Experimental results are in good agreement with 
numerical simulations. 
OCIS codes: (060.4370) Nonlinear optics, fibers; (060.5530) Pulse 
propagation and temporal solitons. 
A full experimental characterization in phase and intensity of 
short optical signals in optical fibers is of high interest to get a 
deeper understanding of a large number of complex nonlinear 
phenomena such as supercontinuum or rogue wave generation 
[1-3]. However, direct photo-detection is currently limited to 
intensity measurements with a resolution of tens of 
picoseconds. Alternative techniques for full-field 
characterization based on time lens and/or dispersive Fourier 
transform have recently attracted a great interest [4-6]. Single-
shot measurements of phase and intensity of femtosecond 
pulses have been independently reported in [5-6].  Compared 
to more conventional methods such as frequency-resolved 
optical gating [7] and spectral phase interferometry for direct 
electric-field reconstruction [8] (see Ref.  [9] for a complete 
review), the temporal resolution is not as good, but shot to shot 
recordings are allowed, which is crucial for dynamical studies.  
Nevertheless, all these previous techniques [4-9] are limited to 
a localized characterization of the pulse and do not allow to 
study the evolution of a single pulse in the system. Here, we 
present a novel experimental method which allows to perform 
a fast and non-invasive characterization of the full-field 
evolution of short optical pulses along the whole length of an 
optical fiber. Although the method is suitable for general 
phenomena featuring discrete line spectra (i.e. time periodic 
signals), we illustrate its performance with reference to the 
nonlinear stage of modulation instability (MI) [10,11]. 
Modulation instability [12] consists in the exponential growth 
of an initial weak modulation at the expense of a strong pump 
wave. Its nonlinear stage is characterized by the amplification 
of multiple harmonics of the modulation sidebands due to four-
wave-mixing, leading to a triangular shape spectrum [13]. By 
propagating further, the process reverses and the system goes 
back to its initial state. This is referred to as Fermi-Pasta-Ulam 
(FPU) recurrence [14]. This phenomenon has been 
investigated and observed in different settings such as in 
nonlinear fiber optics [15-18] and spatial nonlinear optics [19] 
but also in a large range of other physical frameworks where 
the dynamics can be described by the nonlinear Schrödinger 
equation, among which is hydrodynamics [20-21]. However it 
is characterized by a very rich and complex spatio-temporal 
dynamics which full experimental observation is still pending. 
Its symmetry breaking nature have been recently reported 
experimentally in optical fibers via the study of phase-plane 
structures experienced by the signal wave [22]. Here, our 
technique enables to report the first direct observation of this 
symmetry breaking in the time domain. 
Our experimental setup improves the one described 
in [22] which consists in a vector heterodyne optical time 
domain reflectometer (HOTDR). The backscattered light is 
analyzed by means of beating with a local oscillator. It enables 
the measurement of the longitudinal evolution of the intensity 
of three waves (pump, signal and idler) and their relative phase 
(compared to the one of the local oscillator) in a 7.7 km 
standard SMF-28 fiber. We upgraded the setup in [22] (see Fig. 
1. for a simplified sketch) in order to be able to record the 
evolution of an extra pair of sidebands (harmonics of the signal 
and idler waves). To this end, a triangular comb of five waves is 
launched into the fiber (Fig. 2(a)), composed of a strong pump 
of 460 mW, a first set of symmetrical sidebands (10 dB lower 
than the pump) detuned by 35 GHz from the pump, and the 
second set of sidebands (20 dB lower than the pump) detuned 
by 70 GHz. In order to be close to the case of pure amplitude 
modulation described in [22], all the initial relative phases are 
set to zero. Initial addition of the harmonic components is 
crucial to run this experiment. Indeed, to overcome the 
limitations induced by the fact that we analyze backscattered 
waves, a weak pulse followed the strong pulse (which 
experiences nonlinear effects) launched into the fiber to serve 
as a reference in the HOTDR detection system. 
Significant modifications have been introduced on the 
detection scheme to detect this additional set of sidebands. 
More specifically, we increased the sensitivity of the system by 
adding a low noise optical amplifier to boost backscattered 
waves before the mixing with local oscillator. This allows to get 
a 5 dB signal to noise ratio for weakest back-reflected waves. 
Moreover, a programmable filter allows for rapid switching 
between the frequency components to be isolated for further 
analysis. Following the procedure described in [22], we are 
then able to record the evolution of the intensity and of the 
relative phase of the five main spectral components of the 
frequency comb propagating inside the fiber with a 
longitudinal resolution of about 20 m in less than two minutes.  
Here, we assume that the behavior of sidebands symmetric to 
the pump is similar. In fact, odd order dispersion terms and 
Raman effect can be considered as negligible. Thus, we only 
record the evolution of the pump wave and the two high 
frequency bands (the signal and its harmonic) as highlighted in 
Fig. 2(a) and (b). Their intensity evolution is shown in Fig. 2(c) 
(dashed lines). They exhibit more than two recurrences with 
growth and return cycles of the pump and sidebands, 
characteristic of the FPU process. Their corresponding relative 
phase evolution are displayed in Fig. 2(d). Simulation (solid 
lines) are obtained by numerically integrating the following 
nonlinear Schrödinger equation with a split-step method: 
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where ߖ(ܼ, ܶ) is the field envelope, ܼ and ܶ the distance along 
the fiber and the retarded time, respectively. ߚଶ is the group 
velocity dispersion and γ the nonlinear coefficient. The 
agreement between experiments and simulations is rather 
good, despite the small discrepancies between the position of 
the experimental and simulated dips of the pump wave (blue 
lines). As we have to initially launch five waves into the fiber 
instead of three ideally to perform our measurements, 
uncertainties accumulate and the sensitivity of the system to 
perturbations is increased compared to [22], which can explain 
these discrepancies. The spatio-temporal evolution of the field 
in the time domain is then calculated from the inverse Fourier 
transform of these five waves. Note that we set the local 
oscillator phase to zero to perform these calculations, leading 
to an arbitrary constant shift in the time domain that has no 
impact on the dynamics. The spatio-temporal evolution of the 
intensity deduced from experimental measurements is 
displayed in Fig. 3(b) and the phase in Fig. 3(f). As it can be 
seen, short structures emerge from the initial weakly 
Fig. 2. Simulated spectra at (a) ݖ = 0 m and (b) ݖ = 1.82 km.
Longitudinal evolution of (c) power and (d) relative phases
compared to the phase of the local oscillator. Blue, red and green
correspond to pump, signal and harmonic waves respectively.
Dashed lines in (c) and (d) correspond to experimental recordings
and solid ones to simulations. Parameters: fiber length ܮ = 7.7 km,
group velocity dispersion ߚଶ = −19 × 10ିଶ଻sଶ/m, nonlinear
coefficient γ = 1.3 × 10ିଷ/W/m, pump power ௣ܲ = 460 mW,
signal to pump ratio -10 dB, harmonic to pump ratio -20 dB, signal
detuning 35 GHz from the pump, harmonic detuning 70 GHz from
the pump. The initial relative phases of the 5 waves are set to 0.  
Fig. 1. Simplified sketch of the experimental setup. ଵ݂,ଶ are the
frequencies of the pump laser and local oscillator laser, respectively,
with ∆ܨ = ଵ݂ − ଶ݂ = 800 MHz. Here ௠݂ = 35 GHz is the input
modulation frequency.  MI evolution is studied in a 7.7 km-long
single mode fibre (SMF28). The backscattered signal from the fiber
goes through a circulator and is analyzed via heterodyning (beating
with the local oscillator) and then filtered (programmable filter) to
isolate the power and phase evolution of the pump, first order and
second order sidebands in the MI spectral comb.  
modulated continuous wave. A first maximum compression 
point appears around 1.5 km and a second one around 6 km. 
Numerical results displayed in Fig. 3(a) and (e) were obtained 
by accounting for the full numerical spectrum when calculating 
the inverse Fourier transform. They show good overall 
agreement with experimental plots of Fig. 3(b) and (f), 
respectively. In order to get a more accurate comparison, 
longitudinal and transversal evolutions along the first 
maximum compression point (see magenta dashed lines in Fig. 
3(a), (b), (e) and (f)) are shown in Figs. 3(c,d,g,h). Experimental 
intensity traces (red curves in Figs. 3(c) and (d)) look very 
similar to numerical ones (blue curves) except for a higher 
power and slightly sharper fronts in the numerical simulations. 
This discrepancy is due to the limited number of waves 
considered experimentally to calculate the inverse Fourier 
transform (only five waves versus the full spectrum in 
simulations). Indeed, we remind that at maximum 
compression points, around 40 sidebands are generated (see 
Fig. 2(b)) and while 90% of the energy is accumulated in these 
five main waves (in simulation), the truncation leads to a 
lowering of the temporal resolution. We checked from 
numerical simulations that, truncating the frequency comb to 
five waves (black curves), we would obtain an excellent 
agreement with experiments concerning the transverse and 
longitudinal evolution displayed in Fig. 3(c) and (d). To 
quantify more accurately the influence of the truncation on the 
reconstructed spatio-temporal power plot, we define the 
following error parameter: 
ߝ =  ඩ∑ หߖி௨௟௟൫ܼ௜, ௝ܶ൯ − ߖ்௥௨௡௖൫ܼ௜, ௝ܶ൯ห
ଶ
௜,௝
∑ หߖி௨௟௟൫ܼ௜, ௝ܶ൯หଶ௜,௝
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with ߖி௨௟௟ and ߖ்௥௨௡௖ the matrix of the spatio-temporal 
amplitude with the full spectrum accounted for or the 
truncation, respectively.   Hence, the parameter ߝ is a relative 
least squares error. We then calculated the value of  ߝ 
numerically for different numbers of waves accounted for in 
the reconstruction in simulations. Results are shown in Fig. 4. 
As it can be seen, ߝ follows an exponential decreasing. By 
increasing from three to five the number of waves, the error is 
already reduced by a factor of four. Importantly, the 
reconstruction from three waves (not shown), though in 
principle possible, is very poor and leads to artefact (for 
example, the maximum compression points are split in two 
longitudinally). With seven waves, the error could be further 
reduced by another factor four, though at the expense of a 
significant increase in experimental complexity. Note that the 
phase evolutions along the first maximum compression point 
displayed in Fig. 3(g) and (h) do not suffer much from this 
discrepancy due to the truncation procedure. The agreement 
between experiments and numerical simulations is good. Two 
phase jumps close to 2π in the longitudinal case (Fig. 3(g)) and 
Fig. 4.  Influence of the truncation on the precision of the
measurement. Black dots correspond to numerical
simulations and the blue dashed line is an exponential fit. The
inset shows the same plot in log scale with linear fit. 
Fig. 3. Spatio-temporal evolution of power ((a) numerical simulations, (b) experiments) and phase ((e) numerical simulations, (f) experiments). (c,g)
Longitudinal evolutions of power and phase at the first maximum compression point (along the magenta dashed lines), and (d,h) temporal evolution
at this point. Red lines correspond to experiments, blue lines to simulations with the full spectrum and black ones with a truncated spectrum (5
waves). 
one close to π between the center of the pulses and their wings 
in the temporal case (Fig. 3(h)) are observed as expected [3].  
In a second set of experiments, we studied the impact 
of initial relative phase of the input waves on the MI process. 
Indeed, as reported in [22], depending on the initial relative 
phase between the sidebands, different dynamical behaviors 
can be observed. Here, our aim is to observe directly in the time 
domain the symmetry breaking nature of the FPU process, 
which we have indirectly observed in the phase plane in [22]. 
To do that, we perform the same experiment with a different 
initial condition. The initial five wave frequency comb is 
identical in terms of powers, relative phases and frequency 
shift except for the relative phase of the idler which is changed 
from 0 to π.  Results are displayed in Fig. 5, with the spatio-
temporal evolution of power and phase. This time, we 
experimentally (Fig. 5(b) and (d)) observe two maximum 
compression points but with a π phase shift. The agreement 
with numerical simulations (Fig. 5(a) and (c)) is very good.  
In conclusion, we have reported the first non-invasive 
experimental method allowing for full-field longitudinal 
characterization of breathers formation in the picosecond scale 
in optical fibers with a 20 m resolution. The technique is 
illustrated with the first direct observation of the symmetry 
breaking of the FPU recurrence in the temporal domain. We 
have reported results by truncating the spectrum to the five 
main spectral components and get a rather good agreement 
with numerical simulations. These results could be improved 
by increasing the number of waves accounted for in the 
calculations, although this would greatly enhance the 
experimental complexity. We believe that our system is a very 
good testbed to further investigate the spatio-temporal 
dynamics of a large class of nonlinear phenomena involving 
frequency combs. 
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Fig. 5. Spatio-temporal evolution of power ((a) numerical
simulations, (b) experiments) and phase ((c) numerical simulations,
(d) experiments) for the other initial conditions. Parameters are
similar than in Fig. 1. except for an initial relative phase of π for the
idler component.  
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